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ABSTRACT   
We present a flexible fluorescence lifetime imaging device which can be employed to scan large sample areas with a 
spatial resolution adjustable from many micrometers down to sub-micrometers and a temporal resolution of 20 
picoseconds. Several different applications of the system will be presented including protein microarrays analysis, the 
scanning of historical samples, evaluation of solar cell surfaces and nanocrystalline organic crystals embedded in 
electrospun polymeric nanofibers. Energy transfer processes within semiconductor quantum dot superstructures as well 
as between dye probes and graphene layers were also investigated. 
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1. INTRODUCTION  
Fluorescence Lifetime Imaging Microscopy (FLIM) is an imaging technique that consists in obtaining spatially resolved 
fluorescence decay information. This can often provide information that is unavailable from other microscopy techniques 
[1-4]. The sensitivity of this technique arises from the dependence of fluorescence decay time on the nanoscopic 
environment of the molecules probed, which is often much stronger than other parameters such as fluorescence intensity, 
polarization or emission wavelengths. Additionally the fluorescence intensity depends on the local concentration of the 
dye probes, while the fluorescence lifetime does not [1].  One major reason for the strong sensitivity of the fluorescence 
lifetime on the environment is the quenching of dye molecules due to energy transfer to other chromophores in their 
neighborhood. For example if a pair of interacting proteins or other biomolecules are labeled individually with an donor 
and an acceptor, respectively, the donor fluorophore will be quenched when the biomolecules labeled with the energy 
acceptor bind to that labeled with the donor. As quenching represents an additional excitation decay channel, the 
fluorescence lifetime will be shortened accordingly. The energy transfer process is typically governed by dipolar 
coupling (Forster mechanism) or direct interaction between the probes (Dexter mechanism). In either case the energy 
transfer efficiency varies strongly on a sub-nanometer scale with the distance between donor and acceptor molecules. 
Therefore, this transfer process can be used as a nanoscopic ruler. Other reasons for variations of the fluorescence 
lifetime may be due to dynamical properties of the environment which alter the rate for radiationless relaxation and 
correspondingly the lifetime of the excited state. For example, local variations of the microviscosity of the investigated 
system have been probed by means of the fluorescence lifetime decay [5-8].   
While the fluorescence lifetime imaging is the central task, our home-made system is flexibly designed to combine this 
with standard read-out parameters such as the intensity image and for the spotwise probing of high-resolution spectral 
(color) information.  
The applications of FLIM range from microscopy of biological and medicinally relevant specimens to material science.  
In section 3 we show specific examples acquired with our system.  A particular application in which both high spatial 
and temporal resolution is simultaneously needed is needed is that of characterizing the fluorescence of mesoscopic sized 
organic crystals embedded within electropsun polymeric nano-fibers.   
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Other applications use the observed variations of the fluorescence lifetime to assess localized modifications  associated 
with,  for example the  imaging capacity of the retina, or for quality assessments of coatings in solar cell coatings 
The system which we have developed overcomes several limitations of commercially available systems. These are 
typically restricted to smaller scanning areas, due to the dimensions of the microscope or the use of galvano
driven mirrors, which limit the scanning area of the beam. Likewise the time resolution is limited by the pulse width of 
the laser in the case of pulsed diode lasers, as well as by the use of standard single photon counting photomultipliers 
which have nanosecond rise times. 
 
We present an extraordinarily flexible Fluorescence Lifetime Imaging device which can be employed to scan large 
sample areas with a spatial resolution that can be adjusted from many micrometers down to sub
temporal resolution of 20 picoseconds. Additionally contrast and intensity images can be taken. Furthermore individual 
coordinates can be addressed to gain spectral information.
A sketch of the system is shown in Figure
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Figure 1. The Fluorescence Lifetime Imaging Microscope consisting of a Ti:Sa
λ=700–1000 nm and a pulse-picker and a second harmonic generator as excitation source. The sample is scanned 
through the laser beam by a XY bidirectional motor stage. The single photons are detected by a multi
plate photomultiplier and data acquisition is done by a B&H SPC
taken by using a CCD camera (not shown) and the fluorescence spectra are collected by a 0.3 m monochromator 
with a CCD detector. A spectrum and 
right. 
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The fluorescence decay curves are collected using the Time Correlated Single Photon Counting (TCSPC) technique.  A 
single photon detection Micro-channel plate photomultiplier (MCP), model Hamamatsu R3809U-51 with a temporal 
resolution of 20 ps is used for detecting the incoming photons. The wavelength selection is achieved by a computer 
controlled double monochromator (Spectral Products CM-110) or by appropriate filters. The signals are collected by a 
Time Correlated Single Photon Counting board (Becker&Hickl SPC-150) with a pulse jitter of a few picoseconds.  The 
measurement is done in inverse mode, which means that the start signal to the counter is provided by the fluorescence 
photon and the stop signal is provided by the delayed trigger signal. The overall time resolution is determined by using a 
scattering sample and taking the Instrument Response Function (IRF). The overall time-resolution is around 22 ps. For 
single point measurements or for solution measurements the decay signal is deconvoluted by this IRF. For evaluating 
images, an approximated IRF is provided for each individual point by calculating the first derivative of the rising part of 
the experimental kinetics and used for deconvolution.  
The sample is mounted on a x-y stage which moves it through the laser beam.  This stage is operated by two micro 
translation DC motors (PI instruments M112.1DG) with a minimal step size of 50 nm and a scanning field of 25x25 mm. 
However these parameters can be easily adapted by an exchange of the motors without major alteration of the rest of the 
set-up.  
To produce the lifetime image, the card uses three TTL input channels, which indicate the start of a new point 
measurement, a new line and a new frame, respectively.  This was originally designed to be employed with a commercial 
Laser Scanning Microscope that emits the corresponding TTL signals to communicate the position of the laser beam. We 
took advantage of this scheme and the TTL for line return and the frame are generated by software through the motor 
control card. However to provide the necessary precision for individual points within a line, the respective TTL is 
generated by a timer card (National Instruments NI PCI-6221).  
While the main task of the system is to take fluorescence lifetime images, it can also be used to take contrast images and 
luminescence intensity images by employing a CCD camera. Furthermore individual spots can be addressed and their 
spectra taken by a glass-fiber coupled monochromator. To this end a 303mm imaging spectrometer (Andor Shamrock 
SR-303i) with a peltier cooled CCD array (Newton 920) is utilized. 
 
3. APPLICATION EXAMPLES  
To demonstrate the versatility of the system several different applications will be presented including protein 
microarrays analysis, the scanning of historical samples, evaluation of the homogeneity of solar cell surfaces and 
nanocrystalline organic crystals embedded in electrospun polymeric nanofibers. Energy transfer properties within 
semiconductor quantum dot superstructures as well as between dye probes and graphene layers have also been 
investigated.   
 
3.1 Quenching by Graphene 
Dye probes or quantum dots in the nanoscale vicinity of graphene crystals show electromagnetic near field coupling to 
the graphene layer [9;10]. This effect is interesting in its own right but can also be used for energy harvesting [11] or as 
distance measurements in thin layers. We examined the excited state lifetime of the dye molecules as a function of their 
distance from the graphene layer. To this end, a series of nanometric polymeric (PMMA) layers were spin-coated on top 
of pre-identified single layer graphene flakes fixed on glass substrates. PMMA films with thicknesses between 15 and 
70nm were obtained by controlling the spinning speed and the concentration of PMMA solved in toluene. These films 
were then thermally treated before depositing a second sub-nanometer layer of PMMA containing perylene dye 
molecules. The FLIM set-up was used to measure the fluorescence lifetime of the dye probes in the presence of graphite, 
few layer graphene, single layer graphene and without an underlying graphene layer for standardization. With this 
approach we are able to measure distances using an optical microscope, which are orders of magnitude lower than the 
diffraction limit.  
 
  
 
 
 
Figure 2. from left to right: reflection microscopy image of a graphitic crystal with monolayer domains. Laser scanning 
fluorescence intensity image of the 
dye doped PMMA ; Fluorescence lifetime image of the same area with color coding of the decay times
 
3.2 Quantum Nanodot Superstructures
Quantum dots (QDs) are highly efficient luminopho
photonic devices and as sensitizers for solar panels 
possibilities [12]. They are extremely photostable, and their wavelength can be tuned throughout the optical spectrum by 
varying their size, while their other physi
QDs can aggregate to self-assembled polycrystalline superstructures ranging from nanowires to ordered two
or three-dimensional superstructures with dimensions in the micrometer range, depending on 
during preparation [13;14]. QD nanocrystals also showed interesting energy collection and transfer behavior 
FLIM set-up has been utilized for fluorescence lifetime imaging as well as spectral mapping of the fluorescence of 
monodisperse CdSe/ZnS and CdTe QDs d
structural dependence of the energy transfer within these structures
spectrum was observed, the fluorescence decay constant was faster in the edges of the dendrite
compared to the center.  This has been interpreted as exciton transfer towards the center of the dendrite. The higher QY 
(Quantum Yield) in CdTe compared to CdSe/ZnS scales with the Quantum efficiency for near
dipole energy transfer and consequently
supplemented by theoretical modeling using master equations for exciton occupation and migration probabilities. 
The observed effects may lead to devices with improved energy col
superstructures, for example in light detector
 
 
Figure 3. from left to right: Fluorescence image and fluorescence lifetime image of a CdTe dendritic
The decay time increases from the outer parts of the structure to the center. right: Fluorescence intensity and 
fluorescence lifetime image of a CdSe/Zns superstructure wit
difference is not due to the chemical composition but rather due to variations in the preparation procedure
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3.3 Electrospun Nanofibers 
Electrospun polymer nanofibers of poly-L-lactic acid doped with para-Nitroaniline (p-NA) show an extraordinarily 
strong second harmonic generation efficiency [17]. This is particularly surprising as bulk crystallites of p-NA consist of 
unit cells with a centrosymmetic arrangement of the p-NA molecules, which are prohibited from generating second 
harmonic light by symmetry reasons. It is believed that the unexpectedly strong second harmonic generation in these 
systems arises from the formation of mesocrystalline structures of p-NA which are assembled from nanocrystals with a 
common orientation, providing surfaces with highly aligned molecules forming a head-to-tail polar arrangement. Centro 
symmetry is broken the surface allowing second harmonic generation. In this model the individual p-NA molecules in 
the fiber aggregate and the aligned surfaces generate coherent second harmonic signals which interfere constructively 
with one another. To qualitatively check this assumption and to evaluate the homogeneity of the doping within the fibers, 
FLIM experiments have been carried out on layers of these p-NA nanofibers as well as on p-NA bulk crystals. We were 
able to show that the fluorescence decay times in the fiber and in a bulk crystal were similar and dramatically shorter 
than that of p-NA in solution. A representative FLIM image is shown in Figure 4.  
 
 
 
Figure 4. Electrospun polymer nanofibers of poly-L-lactic acid doped with para-Nitroaniline are shown as an intensity 
image (left) and a color coded lifetime image. 
 
3.4 Solar Cell Surfaces 
Photosensitization of wide-band gap nanocrystalline semiconductors by adsorbed dyes is a realistic option for solar cell 
applications. Dye-sensitized solar cells (DSSC) currently present a promising alternative to conventional solar cells, with 
power conversion efficiencies as high as 13% having been reported [18]. The fundamental component of the DSSC is a 
photo-anode consisting of a monolayer of sensitizer dye adsorbed onto a mesoporous semiconductor oxide, typically 
TiO2. Under operation, dye molecules, adsorbed to the surface of the mesoscopic metal oxide film, inject photogenerated 
electrons into the conduction band of the metal oxide, which are then transported to an external circuit by diffusion 
through the TiO2 film. The oxidized dye cations are then regenerated by electron donation from a redox electrolyte[19] . 
The sensitizer plays a crucial role not only because it harvests sunlight and generates electric charges, but also because it 
impairs interfacial charge recombination, being an insulator in the ground state. Polypyridyl ruthenium complexes have 
proven to be the most efficient sensitizers used in DSSCs to date [18]. Heavy metal-based quantum dots (QDs) have also 
been identified as efficient sensitizers in QD sensitized solar cells (QDSCs) [20]. Dyes and QDs are also usable as 
luminescent down-shifting (LDS) materials in solar cells. The incorporation of luminescent down-shifting (LDS) 
sensitizers into the photoanode of solar cells has the potential to significantly enhance the photocurrent and hence the 
performance of the cell. An optimized LDS sensitizer consisting of tris (8-quinolinolato) aluminum (Alq3) has already 
resulted in reasonable enhancement in the conversion efficiency of a number of solar cells [21]. These sensitizers act to 
harvest primary excitation energy and are expected to transfer it non-radiatively without being quenched. Therefore, in 
the work carried out in this study, a luminescent decay analysis is carried out to investigate quenching of fluorescence 
due to the presence of competing non-radiative processes in DSSC and QDSC (Figure 5). 
 
  
 
 
 
 
Figure 5. Scan of dye-sensitized solar cell surfaces which are doped with TiO2 doped with the complex RuII(bpy)2(L1), 
(with bpy=2,2’-bipyridyl, L1=4-[2-(4’-methyl-2,2’-bipyridinyl-4-yl)vinyl]benzene-1,2-diol)[20] (left),  TiO2 doped 
with the dye Alq3 (middle) and a quantum dot sensitized solar cell based on CdSe/ZnS nanodots (right). One can 
evaluate the homogeneity of the coating and, by scaling with the fluorescence lifetime in solution, get an 
indication of the efficiency of the transfer process. 
 
3.5 Protein microarray analysis 
Protein microarrays are now established as an important analytical tool in biology and biochemistry, for example for 
establishing the presence or absence of particular proteins of interest and for studying protein interactions [22;23]. 
Typically probing the luminescence of labels attached to the proteins is used to analyze protein binding in such an assay 
[24]. However, the obstruction of binding due to the fluorophore marker can be a major problem. Therefore, the use of 
label-free protein microarray analysis methods is of utmost importance and presents a challenge, which has so far been 
met only by a few means, such as interferometry, ellipsometry and surface plasmon resonance. These techniques are 
favorably complemented by the approach presented here.  It is based on the fluorescence decay time analysis of the 
native UV-fluorescence of the proteins’ intrinsic amino acids tryptophan and tyrosine, which may be altered by the 
binding event due to alterations in their environment or due to quenching processes. and sensitivity [25-27]. In principal 
the same set-up in the low-resolution version was used here, however due to the excitation at 300 nm, all components 
had to be suitable for UV range.   
 
3.6 Historical Samples 
Historical objects are often faint and original painting, letters or other markers may be invisible to the naked eye. 
Although it may be possible to recover original patterns by chemical means, such a procedure is out of question for 
valuable historical samples, and a destruction-free approach is mandatory. Fluorescence Lifetime Imaging may be a 
suitable tool in such cases.  The feasibility of such a method has been demonstrated in several examples in the literature 
[28;29]. Likewise the combination of  lifetime imaging with the already demonstrated use of two photon excitation  may 
enhance the specificity of the technique [30;31]. To demonstrate the general practicability of our set-up to investigate 
such samples we scanned paper with artificial markers made from sodium iodide and from Fe2+ -solutions, which were 
almost invisible to the naked eye but could be easily been seen in the lifetime image (not shown). 
 
4. CONCLUSIONS 
We described a particularly flexible but none the less easy to use home -made Laser Scanning system to take 
Fluorescence Lifetime as well as intensity images. It can also probe spectral information from individually addressable 
points with high resolution. The system can easily be adapted to two-photon excitation. As the laser beam is static and 
the sample is scanned through the excitation spot, no time or spatial distortion of the signal takes place. The system can 
scan samples of macroscopic dimension with microscopic resolution. The time resolution is limited by the laser and the 
detector employed. In our implementation with a femtosecond excitation source, the limiting equipment is the 
multichannel-plate PMT detector with a time resolution of 20ps. We utilized the device for multiple experiments which 
evolved from our directions of research, but it can easily be extended to numerous other applications, where high 
resolution and / or large scanning areas are required.  
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